Rupture of a cyst during compression at mammography. Report of a case.
The pressure at dedicated mammographic units, indicated by a manometer, shows the pressure in the hydraulic system. The reading of this instrument is misleading because the pressure in the breast caused by the compression plate is considerably lower. Appropriate compression during mammographic examination may, however, rupture cysts.